
MicrotoxOmni Test Report

Date: 7/29/2010 04:48 PM

Test Protocol: 2% Screening Test
Test description: -
Reagent Lot no.: -
Test name: 2%Screeningtest072910
Database file: C:\Program Files\MicrotoxOmni\db1.mdb

  

Plot of %Effect vs Concentration
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5 Mins Data: 15 Mins Data:
Sample Conc Gamma % effect Ave. effect Gamma % effect Ave. effect

Rain 2.000  0.0223  2.186 %  -0.0488  -5.135 %  
Rain 2.000  0.0171  1.681 %  1.934 %  -0.0507  -5.345 %  -5.240 %  

Unsealed 2.000  0.0094  0.9399 %  -0.0577  -6.126 %  
Unsealed 2.000  0.0655  6.150 %  3.545 %  -0.0020  -0.2040 %  -3.165 %  

Shield 2.000  0.1687  14.43 %  0.0832  7.688 %  
Shield 2.000  0.1698  14.52 %  14.47 %  0.0768  7.140 %  7.414 %  

StrongSeal 2.000  0.0777  7.213 %  -0.0067  -0.6819 %  
StrongSeal 2.000  0.1166  10.45 %  8.830 %  0.0185  1.824 %  0.5712 %  

# - used in calculation; * - invalid data; D - deleted from calcs.
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